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ABSTRACT 

Objective: To assess the cross-reactivity of COVID-19 IgG assay with known immune-mediated and infectious disorders and 
evaluate for any false-positive reactions to determine the specificity of the serological assay. 
Study Design: Cross-sectional analytical study. 
Place and Duration of Study: Department of Chemical Pathology, Chughtai Institute of Pathology, Lahore Pakistan, from Sep  
to Oct 2020.  
Methodology: A total of 116 samples were included in the study of both males and females. Diagnosed cases of typhoid fever, 
viral hepatitis, systemic lupus erythematosus (SLE), syphilis, multiple connective tissue disorders (MCTD), varicella-zoster 
infection, rabies, toxoplasmosis, epstein-barr virus (EBV) infection, rubella, rheumatoid arthritis, AIDS, cytomegalovirus 
(CMV) infection and dengue fever were included in the study. Three samples of multiparous women aged more than 40 years 
were also included in the study. IgG antibody levels were measured against SARS-CoV-2 with a cut-off index of 1.4. 
Results: Out of 116, only 3 (2%) samples were reactive for IgG against SARS-CoV-2. The categories showing cross-reactivity 
were typhoid, hepatitis C, and CMV. All specimens showing cross-reactivity were of females. Assay under consideration 
showed a specificity of 97.4%. 
Conclusion: Cross-reactivity was seen in pre-pandemic cases of infectious diseases with COVID-19 IgG antibody assay. 
Medical lab professionals must verify the serological assays before use in the clinical laboratory to avoid false-positive results.  
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INTRODUCTION 

A novel corona-virus (SARS-CoV-2) outbreak 
causing severe acute respiratory syndrome occurred    
in Wuhan, China, in December 2019. This outbreak 
spread rapidly all over the world, taking the shape of a 
pandemic. The outbreak of the corona-virus is not new 
for mankind. We have been exposed to other members 
of the corona-virus family, e.g., SARS-CoV-1 in 2003, 
MERS-CoV- in 2012, and finally SARS-CoV-2 last year 
(in 2019)1. As of 28 March 2021, there have been 
126,359,540 confirmed cases of COVID-19 including 
2,769,473 deaths, reported to WHO, worldwide. Since 
February 18, 2021, at least seven different vaccines 
across three platforms have been moved out in count-
ries. People at high risk, like front-line workers and old 
age with more than 60 years of age are the highest 
priority for vaccination. And since March 25, 2021, a 
total of 462,824,374 vaccine doses have been admini-
stered.2 

The symptoms of COVID-19 are not disease-
specific; therefore, the differential diagnosis must be 

established to exclude other life-threatening diseases 
having major complications.3,4 The primary goal of 
health administration is to control the epidemic of 
COVID-19 by reducing the infection transmission in 
the population. This can be achieved by screening      
the asymptomatic carriers and early detection and 
containment of infected cases.5  

The United States food and drug administration 
(FDA) has authorized many serological tests for SARS-
CoV-2 under emergencies to screen the population. 
These serological assays detect antibodies (e.g., IgM, 
IgG) against SARS-CoV-2 virus or measure a different 
adaptive immune response (such as, T cell immune 
response) to the SARS-CoV-2 virus. However, valida-
tion of these serological assays, determination of cross-
reactivity, and determining diagnostic specificity and 
sensitivity are of utmost importance before implemen-
ting these assays on general population.6,7 A new point 
of care technologies and advanced serological immu-
noassays have been designed to assess the serological 
response of the population exposed to the virus.8 

Determination of antibodies against SARS-CoV-2 
can help to assess the percentage of population expo-
sed to the virus, individuals developing immune 
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response or having a subclinical infection. Recent 
studies have revealed that antibodies can remain det-
ectable in a patient’s serum for up to 4 weeks.9 Sero-
conversion is achieved after an approximate median of 
10 days for IgM and 14 days post-exposure for IgG. 
This seropositivity can be maximum at about two 
weeks for IgM and six weeks for IgG. Around seven 
weeks, IgG attains its peak whereas IgM disappears. 
IgG antibodies against SARS-CoV-2 in the general 
population indicate recovery or past exposure to the 
virus. IgG antibodies against SARS-CoV-2 have a 
major role during this pandemic. IgG lasts longer and 
has a strong association with a viral neutralizing acti-
vity, which is essential to protect or recover from 
COVID-19.10 

The idea of antibody affinity, avidity, and hetero-
geneity has been the centre of interest in immunology 
for the last few decades. It is now considered the key 
point for understanding molecular interpretations and 
the concept of cross-reactivity. Subsequently, researc-
hers give great attention to antibody affinity, avidity, 
variability, and regulation of antibody function and 
biological alterations of these characteristics. Thus, the 
antibodies with high affinity and specificity and less 
heterogeneity can be of prime importance to rule out 
the false-positive cases, also to distinguish the immune 
response after vaccination.7,8 

Various health care providing companies around 
the world have developed advanced serological assays 
to detect antibodies against SARS CoV-2. Among these 
assays, chemiluminescence immunoassay has proved 
to be the highest sensitive and specific. Fully automa-
ted enzyme immunoassays using chemiluminescence 
as a principle have been introduced in Pakistan very 
recently to determine antibodies in COVID-19 patients. 
However, the manufacturer’s claims regarding cross-
reactivity about these assays have not been counter 
checked properly by the local laboratories. 

Our study aims to check the cross-reactivity of 
COVID-19 IgG antibodies with the antibodies of other 
immune-mediated disorders and infections by using 
the chemiluminescence technique. This study will   
help to determine the diagnostic accuracy of the assay 
and prevent false positives, which produce ambiguity 
about the immune response.  

METHODOLOGY 

This was a cross-sectional analytical study 
conducted at Chughtai Institute of Pathology, Lahore, 
after approval from Institutional Review Board under 
letter no. CIP/IRB/1043. Pre pandemic samples were 

included in the study collected in November 2019 
before the emergence of COVID-19 in Pakistan. A total 
of 116 samples were included in the study of both 
males and females after taking informed consent. Data 
was kept confidential by assigning codes to each 
patient specimen.  

Inclusion Criteria: Diagnosed cases of typhoid fever, 
Hepatitis A, hepatitis B, hepatitis C, hepatitis D, hepa-
titis E, systemic lupus erythematosus (SLE), syphilis, 
multiple connective tissue disorders (MCTD), varicella 
-zoster, rabies, toxoplasmosis, epsteinbarr virus (EBV) 
infection, rubella, rheumatoid arthritis, AIDS, cytome-
galovirus (CMV) infection and dengue fever were inc-
luded in the study. Inclusion Criteria: Three samples of 
multiparous women aged more than 40 years were 
also included in the study. 

Exclusion Criteria: Immuno-compromised patients, 
patients with malignancy, liver failure, diabetes and 
organ transplant patients were excluded from the 
study. 

All samples were analysed using Fully Auto-
mated Immunoassay Analyzer using chemilumine-
scence as assay principle. This assay measures IgG 
antibody levels against SARS-CoV-2 with a specificity 
of 99.8% and sensitivity of 100%. A cut-off index (COI) 
1.4 was established to see the presence or absence of 
IgG antibodies reactive against SARS-CoV2. Samples 
showing values greater than COI were labelled as 
reactive, and those with values less than the COI were 
labelled as non-reactive. 

Statistical Package for the social sciences (SPSS) 
version 25 was used for statistical analysis. Simple 
descriptive analysis was done to find percentagesand 
frequencies. Chi square test was done and a p-value     
of ≤0.05 was considered as significant. Specificity and 
negative predictive value were calculated.  

RESULTS 

In our study, 116 specimens from 19 different 
disease categories were tested for potential cross-
reactivity with SARS-CoV-2 IgG assay. The mean age 
of participants was 37 ± 10 years. Forty-two (42%) of 
the participants were male, and 58% were females. One 
hundred and 13 (97.4%) specimens were non-reactive 
for COVID-19 IgG antibody, whereas only 3 (2.6%) 
were positive. The categories showing cross-reactivity 
were Typhoid, Hepatitis C, and CMV (Table-I). All the 
three specimens showing cross-reactivity were of 
females with ages of 22, 40, and 19 years, respectively. 
In our study, cross-reactivity was only demonstrated 
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in infectious diseases, whereas autoimmune disorders 
showed no cross-reactivity. Assay under consideration 
showed a specificity of 97.4% (Table-II). 
 

Table-I: Number of specimens showing cross-reactivity with 
SARS-CoV-2 IgG assay according to disease category. 

Disease Category  
No. of 
Cases 

(n) 

COVID-19 IgG 

Reactive 
Non-

Reactive 

Typhoid Fever 8 1 (0.9) 7 (6.1) 

Hepatitis A (HAV IgG) 5 - 5 (4.2) 

Hepatitis B (Anti HBc) 4 - 4 (3.4) 

Hepatitis C (Anti HCV) 15 1 (0.9) 14 (12.0) 

Hepatitis D (HDV IgG) 8 - 8 (6.9) 

Hepatitis E (HEV IgG) 14 - 14 (12.1) 

Syphilis 4 - 4 (3.4) 

Rabies  6 - 6 (5.2) 

Acquire-immuno-
deficiency-syndrome AIDS 
(Anti-HIV) 

7 - 7 (6.1) 

Varicella-zoster Virus (IgG) 1 - 1 (0.9) 

Rubella (IgG) 3 - 3 (2.6) 

Toxoplasmosis (IgG) 3 - 3 (2.6) 

Cytomegalovirus CMV 
(IgG) 

10 1 (0.9) 9 (7.8) 

Epstein-bar-virus EBV (IgG) 2 - 2 (1.7) 

Dengue Fever (IgG) 2 - 2 (1.7) 

Mixed Connective Tissue 
Disease MCTD (ANA) 

5 - 5 (4.2) 

Systemic-lupus-erythema-
tosus SLE (Anti-ds DNA) 

8 - 8 (6.9) 

Rheumatoid Arthritis 8 - 8 (6.9) 

Beta hCG 3 - 3 (2.6) 
 

Table-II: Characteristics of assay under consideration. 

Assay Name 
Negative 

predictive value 
Specificity 

Chemiluminescence 100% 97.4% 
 

DISCUSSION 

The rapid development of serological assays and 
diagnostic tools for the early detection of SARS-CoV-2 
is important in this ongoing pandemic. Serological 
assays that target a diversity of viral antigens have 
assisted in the accurate assessment of the immune 
status of the population. Data gathered through sero-
logical studies can play a vital role in sero-epidemio-
logical estimation in the community and help design 
vital health care programs.11,12 All this is possible if the 
assay used in the serological studies is sensitive, spe-
cific, gives accurate, precise results, and is not poten-
tially cross-reacting.13,14 The antibody status of the pop-
ulation provides information about the actual immune 
status and the ability of the population to contract or 
resist any infection.15 United States Food and Drug 
Administration (US-FDA) gave emergency authoriza-

tion to use serological assays during this pandemic. 
However, it must be kept in mind that majority of the 
assays available to use for patient testing still require 
quality certification and cannot be performed without 
expert technical supervision.16  

Our study showed cross-reactivity in only three 
samples with a specificity of 97.41%, which is very 
close to the manufacturer‘s claims (negative agreement 
99.63%). Many studies carried out across the world 
show similar findings supporting the validity of chem-
iluminescence assay. A recent study was carried out in 
Singapore involving 44 Dengue Fever patients and       
32 COVID-19 cases. In this study, 2 out of the 44 cases 
showed cross-reactivity with COVID-19 serological 
assay, whereas among the COVID-19 patients, no posi-
tive dengue serological result was obtained.17 A case 
study of an 82-year-old woman who was falsely diag-
nosed as COVID-19 positive, presented in Greece, later 
diagnosed as case of Granulomatosis Polyangiitis and 
recovered after receiving targeted treatment.18 An in-
vestigation of the SARS-CoV serological assays revea-
led that 3.5% of the samples collected from healthy 
controls showed false seropositivity for IgG, whereas 
the rate of false positives in patients with autoimmune 
diseases was 32.8% in SLE, 10% in systemic sclerosis, 
37.5% in MCTD and 5% in rheumatoid arthritis.19 

COVID-19 is growing at an alarming rate in 
Pakistan, and government agencies and healthcare 
professionals may lookout for additional epidemiolo-
gical solutions to control this pandemic. Determining 
the accurate immune status of the population can    
play a vital role in the containment of the infection.20 
Serological surveys can only be fruitful if done with a 
valid assay having established sensitivity and specifi-
city. The existence of slight structural similarities bet-
ween antigens present in other infectious diseases and 
SARS-CoV-2 must also be considered before validating 
an assay. Studies reporting cross-reactivity between 
dengue fever antibodies and SARS-CoV-2 mention 
structural similarities between the two antigens as the 
major cause. This cross-reactivity can have consider-
able implications in areas where many infections and 
immune-mediated diseases prevail at the same time. 

In developing countries of the world like 
Pakistan, many infectious diseases still exist in the 
background of COVID-19. Under these circumstances, 
the obvious question which arises is whether the anti-
bodies present in the population as a result of exposure 
to already prevalent diseases will cross-react with 
COVID-19 serological tests. If this is true, sero-surveys 
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have to be carried out with adequate precautions and 
care in the regions where various infections co-exist. In 
addition, interpretation of the results has to be carried 
out by authorized personnel, taking into account 
supporting information from the patient to avoid 
inaccurate conclusions.  
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CONCLUSION 

Cross-reactivity was observed in the pre-pandemic 
samples before the emergence of COVID-19 in Pakistan, and 
the assay showed acceptable diagnostic specificity. Medical 
lab professionals must validate the serological assays before 
use as false-positive results due to cross-reactivity can lead to 
the wrong estimation of the population’s immune status.  
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